[Choice of the limits of allowable random errors of measurement of the basic indices of respiration].
Modern methods for the evaluation of principal respiration indexes were analysed to formulate the demands for methodological characteristics of the devices used in lung functional diagnosis. As a result the extent of measurement random errors of main respiration indexes, which guarantee the prescribed level of right diagnosis probability are established.